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Fietd Radiation Survey Sheet

Smithg Detectun
SECTION |]PART I - GENERAIL PROCEDURE INFORMATTION
A NAME AND ADDRESS OF FACILITY OR AIRPDRT AND SPECIFIC LOCATION OF X-RAY SYSTEM
PRE-TEST INAME OF FACILITY - -
INFORMATION" G FFaneos e aTWL AlRpeal”
Is this Facility Operated Exclusively by the Federal Government? @5 Cino
IADDRESS
Streat No., Rural RL,
or Afrfine and Airport)
D
CITY Noa ISTATE o~ 2P CODE i
i s ] N I
CONTACT
PERSON
e Fi R L FAX RO,
il It iths Hewrn—o MODEL NO. H 3 GOS0 ATIx
{DATE OF MFR. OCT ooy ISERIAL NO. Y Ee A
MFR. CERTIFICATION BYES OIno
B CLASSIFICATION OF CABINET X-RAY SYSTEM
"CABINET X-RAY "
CLASSIFICATION" ﬁ Baggage Inspection [1Special Purpose {1 General Purpose Flother
Dascribe Other
C POSTING & INSTRUCTION VERIFICATION ot Applicabie for Facilities Cperated Exclusively by the Fodersl Government]
“POSTINGS & - 5 "
INSTRUCTIONS® | (= State "Notice to Employees” Document Posted M operators Instruction Manuat on Location Ena
{Tcertificate of X-ray Machine Registration on Location []Cabinet X-Ray Machine Maintenance Schedule Available
ittt ——
D WARNING LIGHTS & INDICATOR VERIFICATION
"WARNING LIGHTS & [Waming Labef Present at Conirols Stating: "Cautior: X-Rays Produced Vinen Energized” HAves Cxo
INDICATORS"
[Waming L.abels Present af Ports Stating "Caution: Do Not insert Any Part of the Body When System is Energized, X-Ra
W " Y g Y olgves  Ono
[ Two Indicators Labaled "X-Ray ON” Present at Cornirols #ves Cno
AL Least One Indieator, Marked “X-Ray ON", is Visible from Each Port, Door, and Access Panel ﬁYES CIno
S I——
E INTERLOCK VERIFICATION TEST
"INTERLOCKS™ %‘he Key for the Key Actualed Controf Cannot be removed in Any Mode that Allows X-Ray Genration m Cino
Alt Doors and Access Panels that wera Tested Prevent Generation of X-Rays Plves CIno
The Use of the ON Contral is Necessary to Resume Cperation of X-Rays Fallowing Interruption of X-Ray Generafion QYES NG
F ACCESS TO PORTS AND APERTURES .
"PORTS AND Some Part of the Body Can Be Inserted Through A *Port® into the Primary Beam :
APERTURES" 1 Oves o
Some Part of the Body Can Be Inserted Through An "Aperture™ Tves HN o CInA
G |BAGGAGE INSPECTION UNIT CHECKS ONLY
"BAGGAGE Means Provided te Ensure Operator Presence at the Central Area which Parmits Surveiliance of All Poris and Doars Durin EYES CIno
INSPECTION UNITS" Ix.Ray Generation .
Means Provided to the Operator for Terminating Exposures of Greater Thaa One-Half Second and Preventing Additianal Eﬁ’ES OIno

Exposures of Less Than One-Half Second
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Field Radiation Survey Sheet

Snithe Detretin
SECTION PART I - SPECIFIC PROCEDURE INFORMATION
H LEAKAGE RADIATION - SPECIFIC TEST PROCEDURE # 0t
R;E:ﬁg;.. Scattaring Body Descripton CLucte @aper Clother
{&l " QESMFL Background
_ ; j [Ha
-t [caibrat
Survey Location Survey Point |External Surface Exposura Rates| Internal Exposire (mR) Comments
Deseripion {uRdhr) “Optiona"
1 -1 O |oRmr imR
F {, o R ImR
3 f2ei |uRme imR
4 f.0 URMr mR
5 ﬁ oA JuRAr mR
& 3‘ o uRMr mR
7 ,4" { |uRtr mR
8 é‘ i R mR
] 2 § [uRfe mR
it 3 -3 Ly R
1 5. ) uR/r mR
12 u'_b‘ v uRMr mR
5] uRMr JmR
14 uR/Mr mR
Highest External Surface Exposure Rate Reading g;;_l | JuRne _  ocalion Description Sx T
Ait Extemal Surface Exposure Rate Readings Are Less Than 500 uRfhr (3.5 mR/r) AW 21 GFR 1020.40 w YES Ino
, ADTIONAL WF ORMATION
"ADDITIONAL (Overall Cordition of Cabinet X-Ray Unit * Describe UNSAT
INFORMATION" JSAT | CIUNSAT *  {eongiion
ik i * ibe UN;
[Candition: of Lead Curlains @AsaT CTUNSAT * Cgﬂez;;l:‘e UNSAT

Other Comments, Recommendations, Cofrecions, or Problems Encountered

ISURVEYOR'S NAME {Pripi; @ First, Middle Inf.

|GATE OF SURVEY AND INSPECTION
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